Critical Factors Contributing to the Thromboelastography Trace

Stephen G. MacDonald, M.Phil., 1 and Roger J. Luddington, Ph.D. 1

ABSTRACT

The thromboelastography trace provides a graphical and numerical representation of the viscoelastic changes associated with fibrin polymerization. When used with whole blood, the shape of this trace is a composite of the effects of white and red cell content and composition, platelet number and function, fibrinogen concentration, as well as coagulation protein function and balance. The trace is also influenced by pharmacological agents such as anticoagulants, antiplatelet therapy, and coagulation factor supplementation. As such the main role of this technology has been as a point-of-care device to guide transfusion of blood components. Recently the technology has moved from the cardiac and hepatic surgical settings, where most of the early work was focused, into other areas of hemostatic monitoring. New applications for pharmaceutical monitoring and patient screening are being explored. This review gives a broad overview of the applications of the technology. In particular it considers the factors that most influence the characteristics of the trace, be they preanalytical, analytical, or clinical.

KEYWORDS: Thromboelastography, thromboelastometry, hemostasis, global screening.

Thromboelastography was first described >60 years ago. 1 Since then, several variants have evolved. Several coagulation monitoring devices are now on the market that assess the viscoelastic properties of blood including the Thromboelastograph (TEG) (Haemoscope Corporation, Niles, IL), the ROTEM (Pentapharm GmbH, Munich, Germany), and the Sonoclot analyzer (Sienco Inc., Arvada, CO). They provide graphical representations of the dynamics of fibrin polymerization in citrated or noncitrated whole blood, platelet-rich or platelet-poor plasma, with or without activation. The process is displayed in real time and provides numerical data for such parameters as time to clot, rate of formation of the clot, strength of the clot, and stability of the clot along with assessment of fibrinolysis. To interpret viscoelastic hemostatic assays (VHAs), the components of the trace and the different terminology used need to be understood (Fig. 1).

These technologies employ a sample cup and a centrally placed pin/probe that form the reaction chamber. Fibrin polymerization is either detected by progressive restriction of the oscillation of the cup (TEG), a detector pin submerged in the reaction chamber (ROTEM), or restriction of the vertical oscillation of the probe (Sonoclot). This review concentrates on factors affecting the thromboelastograph/thromboelastogram trace produced by the TEG/ROTEM.

As with all tests of hemostasis, published data should be reviewed in light of the assay variant used and the stated normal range of the testing center. This

1 Haemostasis Unit, Haematology Department, Addenbrooke’s Hospital, Cambridge, United Kingdom.

Address for correspondence and reprint requests: Roger Luddington, M.Phil., Ph.D., Haemostasis Unit, Haematology Department, Addenbrooke’s Hospital, Part of Cambridge University Hospitals NHS Foundation Trust, Cambridge, CB2 0QQ, United Kingdom (e-mail: Roger.luddington@addenbrookes.nhs.uk).

was highlighted by Nielsen\textsuperscript{2} when the ROTEM and TEG were compared against manipulated blood samples. Nielsen described a shortened reaction time, increased reaction velocity, and increased clot strength in the ROTEM relative to the TEG. These differences were attenuated by the use of a contact activator, suggesting that differential contact activation in the native test systems may contribute to the differences. This highlights another consideration that published data must be related not only to the technology but also to the test configuration used, for example whether extrinsically or intrinsically activated and whether platelet or heparin inactivation was used. Again, as with other tests of hemostasis, when standardization is applied, good agreement in results can be seen between centers\textsuperscript{3}.

A major limitation of VHAs is the wide range of normality. This appears inevitable as a test becomes more “global.” As whole blood analytical tools, VHAs are influenced by white and red cell content and composition, platelet number and function, fibrinogen concentration, as well as coagulation protein function and balance. Therefore it is more readily employed in the monitoring of change within an individual relative to a "baseline" reading rather than a diagnostic "snapshot" related to a general reference range.

PREANALYTICAL

Several preanalytical factors can affect the VHA trace (Fig. 2).

Hematocrit

Hematocrit has been shown to influence the clot strength. In a study of 40 sideroblastic anemia patients, the maximum clot firmness (MCF) in the ROTEM showed an inverse correlation with hematocrit.\textsuperscript{4} A corresponding increase in thrombin generation was not found. They demonstrated that this increase in MCF could be replicated in vitro by artificial manipulation of the hematocrit. This hypercoagulable trace seen in the ROTEM is therefore likely to be a function of the assay rather than an in vivo clinical observation. For this reason care must be taken when analyzing the ROTEM in patients with decreased hematocrit.\textsuperscript{4} Hypercoagulability of the ROTEM with normal thrombin generation was reported in splenectomized thalassemia...
patients. They demonstrated significant correlation between platelet number and clot time (CT), clot formation time (CFT) and MCF and postulated that leukocyte numbers may also influence the whole blood ROTEM without effect on the plasma-based thrombin generation assay. Therefore, VHA traces should be interpreted in conjunction with standard hematologic measurements when assessing hematologic disorders where both anemia and hypercoagulability are common such as sickle cell disease.

Citrated or Native Blood
There is much debate regarding the use of native whole blood versus citrated whole blood in VHAs. Native whole blood has the advantage of speed with analysis being performed within 4 minutes of venipuncture. This has been reported as a significant advantage in postinjury hemostasis assessment. However, native whole blood must be tested as soon as possible and before clotting has begun.

Differences between citrated and noncitrated whole blood are thought to be due to incomplete inhibition of coagulation during the time between sampling and testing. This is reportedly overcome by leaving the sample to equilibrate for 30 minutes. After 30 minutes, thrombin-antithrombin complexes begin to form, and prothrombin fragment 1 + 2 levels rise. After 2 hours of storage, β thromboglobulin levels increase. It is suggested that optimal testing of a citrated whole blood sample should occur between 30 minutes and 2 hours of sample venipuncture.

Again, knowledge of the technical limitations is important. Kaolin-activated TEG has been found to be suitable for immediate analysis of all TEG variables with the exception of the time to clot (r), which showed 12% variance over the first 30 minutes post venipuncture. When compared with native whole blood citrated samples, tissue factor activated and nonactivated citrated samples were hypercoagulable compared with native blood with shortened r and raised α angle and maximum amplitude (MA). These findings were not seen when kaolin activation was used when citrated and noncitrated results were compared. Repeat sampling from a citrated sample tube has been shown to give a progressively hypercoagulable TEG trace.

Heparin
Because VHAs are often used in acute clinical settings, blood is often drawn from indwelling lines. This can lead to an undesirable heparin contamination of the test sample. Using the kaolin-activated TEG, it was demonstrated that a minimum discard volume of 4 mL of blood from indwelling catheters (equivalent to five times the volume of catheter dead space) was required to remove the effect of surplus heparin. Increasing volumes between 1 mL and 4 mL resulted in a decrease in r and increase in speed of clot formation (α angle) and MA. Discard volumes >4 mL showed no such relationship.
An alternative to flushing out the heparin by means of discarded blood is the addition of heparinase to neutralize the heparin. A comparison of heparinase-treated blood versus untreated blood can be used to eliminate the heparin effect from background hemostatic potential in patients treated with heparin. This is often used in the hemostatic assessment of patients on cardiopulmonary bypass.

**ANALYTICAL**

Basic analytical variances that were alluded to earlier will, despite correlation, give numerical differences that will affect the interpretation of results such as between TEG and ROTEM and between activated and nonactivated analysis. Originally VHA was performed using native whole blood allowed to clot without the use of additional reagents. Today several different reagents are used in VHA (summarized in Table 1).

**Normal Ranges**

As highlighted earlier, the results of VHAs need to be interpreted carefully. Many methodological variations can affect the results, and knowing these technical limitations allows the test to be performed reproducibly.

Even when using the reagents and technology to the manufacturer’s specifications, it is advisable to determine a local normal range and when testing citrated samples enforce a strict time post venipuncture for testing. A 2008 Canadian study compared a local population range with a manufacturer’s recommendation. They found that 10 of 118 “normal healthy” volunteers would have been described as coagulopathic against the manufacturer’s range. Age and sex also influence VHA. In an adult population, being female and advancing age both give a more hypercoagulable trace. However, few centers describe specific ranges adjusted for age and sex.

**Table 1 Modifications of Viscoelastic Hemostatic Assays**

<table>
<thead>
<tr>
<th>Modification</th>
<th>Application</th>
</tr>
</thead>
<tbody>
<tr>
<td>Ellagic acid</td>
<td>Intrinsic activator</td>
</tr>
<tr>
<td>Kaolin</td>
<td>Intrinsic activator</td>
</tr>
<tr>
<td>Tissue factor</td>
<td>Extrinsic activator</td>
</tr>
<tr>
<td>Heparinase</td>
<td>Heparin neutralization</td>
</tr>
<tr>
<td>Antifibrinolytics</td>
<td>Eliminate fibrinolysis</td>
</tr>
<tr>
<td>Heparin</td>
<td>Thrombin inhibition</td>
</tr>
<tr>
<td>Arachidonic acid (AA)</td>
<td>Activates platelets via thromboxane A2 receptor</td>
</tr>
<tr>
<td>Adenosine diphosphate (ADP)</td>
<td>Activates platelets via ADP receptor</td>
</tr>
<tr>
<td>Glycoprotein IIb/IIa inhibitors</td>
<td>Inhibits platelet aggregation</td>
</tr>
<tr>
<td>Cytochalasin D</td>
<td>Inhibits cytoskeletal assembly</td>
</tr>
</tbody>
</table>

There are significant differences in VHA values between neonates, children, and adults. Edwards et al. reported comparative data between neonates, children, and adults using a nonactivated TEG. In their study, the neonatal reaction time was longer and rate of clot formation slower than for their children and adult populations. Results for the children (2 to 11 years of age) and adult groups were comparable. A significantly decreased MCF in cord blood in comparison with adults was reported in extrinsically activated ROTEM, a finding shown to a lesser extent by Edwards et al. Age-specific reference ranges for a kaolin-activated TEG for the age group 1 month to 16 years have been reported. These publications can be used as a guide to expected values, but care should be taken when using the data presented because each group reported using different methodology.

**pH and Temperature**

Other considerations are where the analysis is being performed in conditions at variance to the clinical situation. An example of this is in the acidic or hypothermic patient. Here the laboratory conditions are not the same as those experienced by the patient, and VHA performed under different pH and/or temperature conditions give markedly different results.

In vitro acidification of whole blood has been reported to impair parameters of the TEG including a significant delay in CT, impairment to clot formation rate, and clot strength. Alkalization of patient plasma did not show this effect. Hypothermia showed the same effects as acidification but to a lesser extent in the ROTEM and TEG but had a synergistic relationship with acidosis when both were present using the ROTEM system. The results generated under standard conditions should be viewed as representing the hemostatic potential if the acidosis and/or hypothermia were corrected.

**Quality Assurance and Quality Control**

External Quality Assurance (EQA) provides a medium whereby safety and performance is improved, accuracy and precision are determined, and variables contributing to this accuracy and precision can be audited. It is a requirement in the modern laboratory for accreditation and regulation by external bodies; however, as yet there is no widely used scheme whereby whole blood samples can be tested in an EQA setting for TEG/ROTEM.

Commercial controls are available for both normal and abnormal samples and provide the means whereby daily assessment of quality control is available. This allows the operator to assess aspects of the assay including machine function, operator competency, and
quality of reagents. This topic is covered in greater depth elsewhere in this issue.23

CLINICAL

Therapeutic

BLOOD COMPONENT THERAPY

The use of TEG/ROTEM to guide blood component replacement therapy has been one of the main point-of-care uses for these devices. Essentially, an increased clotting time is associated with the need for plasma component replacement, whereas decreased clot strength is associated with the need for either platelet transfusion or fibrinogen supplementation (Fig. 3). The influence of these two factors on the clot strength can be dissected by studying the results in the presence and absence of platelet inhibitors (Table 1).

Two major surgical specialties have the most experience in TEG/ROTEM-guided replacement therapy: hepatic surgery and cardiac surgery. TEG has been used >20 years to guide blood component therapy during liver transplantation,24 but the lack of guidelines and clearly defined thresholds for component administration have left concerns about the clinical use of algorithm-based replacement therapy in hepatic surgery.25 Equally, transfusion practice is likely to differ depending on the protocol used for the viscoelastic analysis.26

Cardiothoracic surgery uses 5% of all donated blood in the United Kingdom and 10% of blood in the United States.27 The use of TEG-based algorithms for blood component use in cardiac surgery is well established and has better defined guidelines than seen in hepatic surgery. The recent guidelines on antiplatelet and anticoagulant management in cardiac surgery gave a grade B recommendation that TEG may be used to guide transfusion in the postoperative period.27 Two randomized controlled trials have been performed that demonstrated reduced component therapy use when a TEG-based decision-making algorithm was used without clinical detriment.28,29 However, in both studies the TEG allowed earlier intervention that may have resulted in better efficacy of the products.

ANTIPLATELET DRUG RESISTANCE

The number of percutaneous coronary interventions has exploded over the past 15 years. A major complication in these procedures is acute vessel or stent occlusion. Therefore, many therapeutic strategies have been employed to inhibit platelet aggregation/activation in an attempt to limit this catastrophic event occurring. Despite this, a significant number of patients appear resistant to therapy and are thus at high risk of occlusive complications.30 VHA has been found to have a clinical use in the monitoring of antiplatelet medication. The clot strength as measured by VHA is composed of a contribution from both fibrin and platelet elements. The platelet component of VHA traces can be drawn out through the use of specific platelet agonists added to the reaction mixture (Table 2).

The use of adenosine diphosphate (ADP) as a platelet activator enables the detection of ADP receptor–inhibiting drugs such as clopidogrel. Similarly, the

![Figure 3](https://example.com/f3.png)

**Figure 3** Therapeutic variables affecting the viscoelastic hemostatic assay (VHA) trace. DTI, direct thrombin inhibitors; FFP, fresh-frozen plasma; Fgn, fibrinogen; PCC, prothrombin complex concentrates; rVIIa, recombinant activated factor VII.)
use of arachidonic acid (AA) as a platelet activator allows the detection of AA-inhibiting drugs such as aspirin. The main application of this “platelet mapping” is in cardiac patients where it is used to identify patients who are resistant to platelet-inhibiting drugs.

There are many bedside options for the assessment of antiplatelet drug resistance other than VHA, such as PFA-100 (Dade Behring, Deerfield, IL) that was recently released with a clopidogrel-sensitive cartridge, VerifyNow (Accumetrics, San Diego, CA, USA), Platelet works (Helena Laboratories, Allen Park, MI), and Multiplate (Dynabyte Medical, Munich, Germany).

**REPLACEMENT THERAPY IN HEMOPHILIA**

The management of hemophilia is very well described using conventional coagulation assays. However, it is increasingly realized that response to treatment differs among individuals. Furthermore, the clinical course of the disorder is different among individuals with the same severity of disease as assigned by factor VIII:C value. Attention has turned to global assays of hemostasis such as assays based on thrombin generation or fibrin polymerization. Thromboelastography has thrown up some differences compared with traditional assays. Looking at patients with factor VIII levels of 0.01 to 0.05 IU/mL, some behave thromboelastographically like a severe form (i.e., <0.01IU/mL), whereas others give a normal-looking trace. Likewise the TEG traces of some patients with severe hemophilia were normalized by the addition of 0.05 IU/mL of factor VIII, whereas others required 10 times this quantity. Unfortunately, no clinical correlations have been reported for these TEG findings.

Correlation is poor between TEG and factor VIII levels. Although TEG is able to differentiate patients with severe and moderate hemophilia from normal patients, it has been shown to be less sensitive than thrombin generation assays. Although the plasma one-stage assay shows a linear relationship between FVIII level and dose administered, this is not seen in the whole blood VHA. A 30% increase in plasma FVIII contributes to a 90% increase in ex vivo hemostatic effect measured by the MCF. This indicates there is more of a hemostatic effect than purely that caused by increasing plasma FVIII concentration. This suggests that the hemostatic effect of supplementing factor VIII is not purely a plasma event but involves cellular interplay.

A challenge in hemophilia care is the treatment of patients with coagulation factor-specific inhibitors. The use of pharmacological agents such as recombinant activated factor VII (rFVIIa) cannot easily be monitored using the prothrombin time (PT) and activated partial thromboplastin time (aPTT), and factor assay levels are not as clinically useful as in noninhibitor patients. Using tissue factor (TF)-activated TEG/ROTEM, administration of rFVIIa to acquired hemophilia A patients resulted in correction of their coagulation profile from the previously hypocoagulable trace. VHA traces, if sufficiently abnormal to begin with, can be useful in monitoring treatment but only in individual patients.

In hemophilia management, TEG has been shown to reflect the clinical efficacy of activated prothrombin complex concentrates and rFVIIa (Fig. 3). Sørenson and Ingerslev reported an algorithm for preoperative assessment of patients with hemophilia. They suggested that a PT, aPTT, platelet count, fibrinogen, factor VIII level, and inhibitor screen be undertaken along with ex vivo evaluation and dose titration of activated prothrombin complex concentrates and rFVIIa using whole blood thromboelastography. Another group have suggested a role of VHA in the differentiation of the effectiveness of different FVIII preparations in a given patient. A disulphide bond stabilized B domain-depleted FVIII appeared to have greater influence on clot formation rate, times, and clot firmness values than other preparations. This may provide a valuable insight into the effectiveness of different treatments in individual patients.

**FIBRINOGEN**

The use of fibrinogen concentrates has largely been restricted to the treatment of congenital fibrinogen deficiency. Over the past 2 years there have been several reports of the successful use of fibrinogen concentrates to

---

**Table 2 Platelet Mapping by Viscoelastic Hemostatic Assay**

<table>
<thead>
<tr>
<th>Platelet Mapping</th>
<th>Cup 1</th>
<th>Cup 2</th>
<th>Cup 3</th>
<th>Cup 4</th>
</tr>
</thead>
<tbody>
<tr>
<td>Anchor</td>
<td>Intrinsic activator</td>
<td>Heparin</td>
<td>Heparin</td>
<td>Heparin</td>
</tr>
<tr>
<td></td>
<td>Reptilase</td>
<td>Reptilase</td>
<td>Reptilase</td>
<td>Reptilase</td>
</tr>
<tr>
<td></td>
<td>Factor XIIIa</td>
<td>Factor XIIIa</td>
<td>Factor XIIIa</td>
<td>Factor XIIIa</td>
</tr>
<tr>
<td>Contribution to clot strength</td>
<td>Fibrin and platelet thrombin activation</td>
<td>Fibrin only</td>
<td>Fibrin</td>
<td>Platelet via adenosine diphosphate receptor</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>Platelet via thromboxane A2 receptor</td>
</tr>
</tbody>
</table>

---
treat acquired fibrinogen deficiency. Many of these have used a platelet-inhibited VHA as a means of monitoring the fibrinogen administration. This modification of VHA can be used to monitor fibrinogen independently of platelet count. In most cases the requirement for autologous blood transfusion has been reduced. If the current trend for wider use of fibrinogen concentrates continues, we may see more use of VHA monitoring in these cases.

HEPARIN MONITORING
Therapeutic unfractionated, low molecular weight heparins (LMWHs) and danaparoid show a dose-dependent effect on TEG parameters at lower concentrations than will affect the PT, aPTT, and thrombin time and activated clotting time. The aPTT is only slightly prolonged at doses of heparin that will completely inhibit TEG clotting. The anti-Xa assay is more sensitive than the standard TEG for LMWH monitoring. By comparing the heparinase modified TEG with the standard TEG, the difference between 0.005 and 0.05U/mL of unfractionated heparin can be detected to a greater sensitivity than the anti-Xa activity assay. The anti-Xa assay was more sensitive than the TEG when LMWH or danaparoid were assessed. The degree of inhibition of TEG parameters does not necessarily correlate with plasma levels of the drug, although it can have predictive utility for recurrence in deep vein thrombosis patients receiving LMWH.

OTHER DRUGS
The next generation of anticoagulants offers a challenge to the laboratory in terms of monitoring effect. The global nature of VHA assessment may provide a means of assessment. A recent study described a potential role of ROTEM in patients with heparin-induced thrombocytopenia treated with the direct thrombin inhibitor Argatroban. They found a strong and highly significant correlation between Argatroban concentration and CT and time to maximum velocity within the therapeutic range of Argatroban. Similarly bivalirudin has been shown to prolong in the TEG and could offer a means of monitoring this drug in similar situations.

Pathological
When assessing pathologies by VHA, the clinician wants to know whether his or her patient has a higher risk of bleeding (hypocoagulable) or an elevated risk of thrombosis (hypercoagulable) compared with a normal individual (Fig. 4). VHA can also offer some prognostic value in combination with other tests.

HEPATOLOGY
Recently VHA has been used to try and assess hemo-stasis in patients with liver impairment outside of the operating room. The coagulopathy of hepatic dysfunction is multifactorial, involving coagulation, fibrinolysis, and platelet function. Because VHA is potentially affected by all of these interactions, it would appear to offer advantages over standard laboratory tests such as the PT, aPTT, and platelet count. The PT is used as an indicator of hypocoagulability, but recently standardization issues of PT measurement between centers have raised questions about the use of this test, particularly as a component of severity indexes such as the Model for End-Stage Liver Disease score. Hypercoagulability is also a problem associated with liver disease and has been demonstrated using the TEG in live liver donors and in extrahepatic portal vein thrombosis and noncirrhotic portal fibrosis. Hypercoagulability was judged by an increase in the clot index (CI = 0.3258 + 0.1886 k + 0.1224 MA + 0.0759 a + 7.7922), a formula that takes into account several TEG parameters.

Hyperfibrinolysis, shown by a rapid breakdown of the clot, is one of the more marked abnormalities

Hypercoagulable

Hypocoagulable

Clinical phenotypes contain features of some or all of:

- Reduced time to clot
- Increased clot strength
- Increased rate of clot formation

- Increased lysis
- Increased time to clot
- Decreased clot strength
- Decreased rate of clot formation

Figure 4 Changes in the viscoelastic hemostatic assay trace in the presence of pathologies.
visualized used VHA. It tends to occur late in the anhepatic phase of liver transplantation and is most noticeable during organ reperfusion.53,54

The ROTEM has been shown to be suitable for the assessment of stable cirrhotic patients. The CFT and MCF were shown to differentiate patients from normal volunteers, and both were correlated with platelet count, fibrinogen, and antithrombin.55

The presence of heparinoids (glycosaminoglycans) further complicates the hemostatic picture in cirrhotic patients. Levels of these heparinoids are particularly raised in acute liver failure and at reperfusion of donor organs during liver transplantation. Both of these situations are associated with gross changes to many of the VHA parameters. The degree of abnormality that can be attributable to this heparin-like effect was demonstrated using TEG with and without heparin neutralization.56

CARDIOLOGY
An abnormal TEG has been suggested as a predictor of patients who will bleed during cardiac surgery,57 but others have disputed this finding.58,59 Others have suggested that VHA may be better used as a negative predictor of hemostatic blood loss rather than as a positive predictor.60,61 The major uses of VHA in cardiology are in the monitoring of blood component therapy and assessment of antiplatelet effects. Both of these are discussed elsewhere in this review.

THROMBOEMBOLIC EVENTS
Dai et al62 recently reviewed the literature regarding postoperative thrombosis prediction. They identified 10 studies covering 1056 patients. Most of the studies used the TEG and reported favorable results supporting the TEG’s prediction of thromboembolism. However, there was no consensus definition of hypercoagulability. Although the clot strength was probably the best parameter for identifying hypercoagulability, there was no consensus on an appropriate cut-off value for diagnosis of thromboembolic events. Within the studies reviewed, sampling criteria and assay standardization were poorly defined.62 Using data from the largest study included in the review,63 if the postoperative pretest probability of a thromboembolic event was 4%, a positive TEG would raise this to 8%, and conversely, a negative TEG64 would decrease this to 1%. In higher risk patients, a pretest probability of 45% would rise to 63% with a positive TEG and fall to 21% in the presence of a negative TEG. The conclusion of the review was that the predictive accuracy of TEG for postoperative thromboembolism was very variable and that a high-quality diagnostic study examining VHA as a predictive tool was required to define clinical utility.

Simultaneous pancreas and kidney transplantation has long been associated with thrombotic complications. A hypercoagulable state (shortened CT, increased rate of clot formation, and enhanced clot strength) can be seen in these patients, and TEG is often used pre-, intra- and postoperatively to guide the use of anticoagulation.64

OBSTETRIC AND NEONATES
A hypercoagulable state develops during pregnancy, presumably as a defense mechanism against hemorrhage. The increase in coagulation proteins is thought to be due to the influence of estroprogestative hormones. This state slowly resolves during the first month postpartum.65

Thromboelastographic changes may indicate pregnancy-related problems, but clinical use of these findings is limited because the changes seen are often within the normal ranges for the normal pregnancy.

Assessment of hemostasis in neonates is complicated by the lack of “normal” ranges, which, for ethical reasons, are not practical to assign at each hospital. Neonatal hemostasis often appears hypocoagulable when compared with existing adult ranges. A more detailed review of the use of VHAs in obstetrics was recently published.66

TRAUMA
A detailed review of trauma-associated VHA changes is beyond the scope of this review; see Gonzalez et al and Johansson et al67,68 for more information. As described in the obstetric section of this review, VHA is very good at monitoring changes within an individual case. However, diagnosing a primary defect is more difficult because the changes seen can often fall within the reference range.69

Trauma coagulopathy is often exacerbated by hypothermia and acidosis. By assessing VHA under hypothermic and acidic conditions, it is clear that hypothermia produced a hypocoagulable VHA trace (increased CT, decreased rate of clot formation, and decreased clot strength) that was synergistically impaired by acidosis.21,22 Therefore, the determination of VHA under pathological rather than laboratory conditions may add to the clinical picture in trauma assessment.

CONGENITAL PLATELET DYSFUNCTION
The TEG/ROTEM has not yet been shown to be a useful tool for the diagnosis of congenital platelet disorders. An example of this is a description of Glanzmann’s thrombasthenia patients where clear clinical improvement was seen with little variance in ROTEM parameters.70

CONCLUSION
VHA has been used for many years to monitor blood replacement therapy in cardiac and hepatic surgery.
Recently, renewed interest has led to the application of this technology in many other areas of hemostasis. As the technology diversifies with different machinery, reagents, and applications, it is important to understand these differences when interpreting any data generated. Therefore, all centers that use VHA should be aware of the detail of the technique they are using and importantly be aware of the limitations of that technique. When comparing published data, it is also important to know and understand the variants of the assays used.

This is an exciting time for the application of global assays of hemostasis, and the assessment of the viscoelastic properties of fibrin polymerization is an important tool in the development of these new approaches.

REFERENCES

29. Royston D, von Kier S. Reduced haemostatic factor trans-
    fusion using heparinase-modified thrombelastography during 
30. Mason PJ, Jacobs AK, Freedman JE. Aspirin resistance and 
    986–993
31. Pittens CA, Bouman HJ, van Wierum JW, ten Berg JM, 
    Hackeng CM. Comparison between hidrin and citrate in 
    monitoring the inhibitory effects of P2Y12 receptor antago-
    nists with different platelet function tests. J Thromb Haemost 
32. Ingerslev J, Poulsen LH, Sørensen B. Potential role of the 
    dynamic properties of whole blood coagulation in assessment 
    of dosage requirements in haemophilia. Haemophilia 2003; 
    9(4):348–352
33. van Veen JJ, Gatt A, Bowyer AE, Cooper PC, Kitchen S, 
    Makris M. Calibrated automated thrombin generation and 
    modified thromboelastometry in haemophilia A. Thromb 
    coagulation assays for factor VIII efficacy measurement after 
    substitution therapy in patients with haemophilia A. Platelets 
    2006;17(6):378–384
35. Pivalizza EG, Escobar MA. Thrombelastography-guided 
    factor VIIa therapy in a surgical patient with severe 
    hemophilia and factor VIII inhibitor. Anesth Analg 2008; 
    107(2):398–401
36. Young G, Blain R, Nakagawa P, Nugent DJ. Individualiza-
    tion of bypassing agent treatment for haemophilic patients 
    with inhibitors utilizing thromboelastography. Haemophilia 
    2006;12(6):598–604
    thromboelastography for monitoring recombinant activated 
    factor VII ex vivo in haemophilia A and B patients with 
    inhibitors: a multicentre trial. Blood Coagul Fibrinolysis 2008; 
    19(4):276–282
38. Dargaud Y, Lambert T, Trossaert M. New advances in the 
    therapeutic and laboratory management of patients with 
    haemophilia and inhibitors. Haemophilia 2008;14(Suppl 4): 
    20–27
39. Sørensen B, Ingerslev J. Tailoring haemostatic treatment to 
    patient requirements—an update on monitoring haemostatic 
    response using thromboelastography. Haemophilia 2005;11(11, 
    Suppl 1):1–6
40. Radtke KP, Griffin JH, Riceberg J, Gale AJ. Disulfide bond-
    stabilized factor VIII has prolonged factor VIIIa activity and 
    improved potency in whole blood clotting assays. J Thromb 
    management with fibrinogen concentrate targeting a high-
    2009;102(6):785–792
42. Rahe-Meyer N, Solomon C, Winterhalter M, et al. Throm-
    boelastometry-guided administration of fibrinogen concentrate 
    for the treatment of excessive intraoperative bleeding in 
    thoracoabdominal aortic aneurysm surgery. J Thorac Cardio-
43. Lang T, Johanning K, Metzler H, et al. The effects of fibrino-
    gen levels on thromboelastometric variables in the presence of 
    751–758
44. Zmuida K, Neofotistos D, Ts’ai CH. Effects of unfraction-
    ated heparin, low-molecular-weight heparin, and heparin- 
    oid on thromboelastographic assay of blood coagulation. Am 
    J Clin Pathol 2000;113(5):725–731
45. Murray DJ, Bosnajian WJ, Pennell B, Kapulanski D, Weiler 
    JM, Olson J. Heparin detection by the activated coagulation 
    time: a comparison of the sensitivity of coagulation tests and 
46. Coppell JA, Thalheimer U, Zambruni A, et al. The effects of 
    unfractionated heparin, low molecular weight heparin and 
    danaparoid on the thromboelastogram (TEG): an in-vitro 
    comparison of standard and heparinase-modified TEGs with 
    conventional coagulation assays. Blood Coagul Fibrinolysis 
    2006;17(2):97–104
47. Van PY, Cho SD, Underwood SJ, Morris MS, Watters JM, 
    Schreiber MA. Thrombelastography versus AntiFactor Xa 
    levels in the assessment of prophylactic-dose enoxaparin in 
    sion 1515–1517
48. Engström M, Rundgren M, Schört U. An evaluation of 
    monitoring possibilities of argatroban using rotational throm-
    boelastometry and activated partial thromboplastin time. Acta 
    Anaesthesiol Scand 2010;54(1):86–91
49. Tanaka KA, Szlam F, Sun HY, Taketomi T, Levy JH. 
    Thrombin generation assay and viscoelastic coagulation 
    monitors demonstrate differences in the mode of thrombin 
    inhibition between unfractionated heparin and bivalirudin. 
50. Tripodi A, Chantarangkul V, Primignani M, et al. Point-of-
    care coagulation monitors calibrated for the international 
    normalized ratio for cirrhosis (INRLiver) can help to imple-
    ment the INRLiver for the calculation of the MELD score. J 
    Hepatol 2009;51(2):288–295
    monitoring in the perioperative period of hepatectomy for 
    adult living liver donation. Liver Transpl 2004;10(2):289–294
52. Kapoor S, Pal S, Sahni P, Chattopadhyay TK. Thromboelasto-
    graphic evaluation of coagulation in patients with extrahepatic 
    portal vein thrombosis and non-cirrhotic portal fibrosis: a pilot 
    caproic acid for treatment of fibrinolysis during liver trans-
    JC. Predictive factors of hyperfibrinolytic activity during liver 
    645–648
55. Tripodi A, Primignani M, Chantarangkul V, et al. The 
    coagulopathy of cirrhosis assessed by thromboelastometry and 
    its correlation with conventional coagulation parameters. 
56. Harding SA, Mallett SV, Peachey TD, Cox DJ. Use of 
    heparinase-modified thromboelastography in liver trans-
57. Spiess BD, Tuman KJ, McCarthy RJ, DeLaria GA, Schillo 
    R, Ivanovich AD. Thromboelastography as an indicator of 
    post-cardiopulmonary bypass coagulopathies. J Clin Monit 
58. Nuttall GA, Oliver WC, Ereth MH, Santrach PJ. Coagu-
    lation tests predict bleeding after cardiopulmonary bypass. J 
    Cardiothorac Vasc Anesth 1997;11(7):815–823
59. Dorman BH, Spinale FG, Bailey MK, Kratz JM, Roy RC. 
    Identification of patients at risk for excessive blood loss 
    during coronary artery bypass surgery: thromboelastography 