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CRRT = Continuous Renal Replacement Therapy





Prisma = Brand name of the CRRT machine





The purpose of this machine is the slow continuous removal of  fluid and/or waste products from the blood stream  


(like hemodialysis that continues 24 hours a day.)


This machine may only be used in the critical care areas. 





Pharmacy Process


The Heparin syringe for CRRT is mixed by the pharmacy.


The concentration is Heparin 200 units / mL


A double check is performed by two pharmacists or a pharmacist and pharmacy tech.  Documentation of the double check is made in the Manufacturing Log.





Nursing Process


Heparin syringes for CRRT will be stored in the pharmacy and dispensed upon request.





Initiating the heparin infusion for CRRT requires two RN’s to double check the dosage calculation and settings, as per the order of the physician. Documentation is made on the CRRT flowsheet.








DIALYSIS UNIT:


HEPARIN POLICY


FOR CRRT
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